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Listing and evaluation of the results

29506: GeneProof a.s.
GeneProof a.s.

Survey of 31 March 2023

Adviser: Prof. Dr. rer. nat. Heinz Zeichhardt
Tel.: +49 30 8105 4300
Fax: +49 30 8105 4303
Mail: Heinz.Zeichhardt@iqvd.de

Institut für Qualitätssicherung in der
Virusdiagnostik - IQVD
Potsdamer Chaussee 80
14129 Berlin

365 Virus Genome Detection - Cytomegalovirus Program 1

CMV (DNA) - quantitative

Method ManufacturerName of test

+

Cytomegalovirus (CMV) MC PCR
Kit

PCR / NAT (395) GENEPROOF (GP)

Unit

IU/ml

Sample Your value Lower limit Upper limit Meets
criteria

Target valueResult (quant) TV-
Type

365-230314-01 16104 2021 80453 +12751SV
365-230314-02 428153 29576 1177436 +186611SV
365-230314-03 0.000 0.000 0.000 +0.000SV
365-230314-04 73386 7508 298884 +47370SV

Method ManufacturerName of test

CMV PCR Kit PCR / NAT (395) GENEPROOF (GP)

Unit

IU/ml

Sample Your value Lower limit Upper limit Meets
criteria

Target valueResult (quant) TV-
Type

365-230314-01 18483 2021 80453 +12751SV
365-230314-02 278333 29576 1177436 +186611SV
365-230314-03 0.000 0.000 0.000 +0.000SV
365-230314-04 71333 7508 298884 +47370SV

Method ManufacturerName of test

CMV PCR Kit PCR / NAT (395) GENEPROOF (GP)

Unit

IU/ml

Sample Your value Lower limit Upper limit Meets
criteria

Target valueResult (quant) TV-
Type

365-230314-01 6500 2021 80453 +12751SV
365-230314-02 111889 29576 1177436 +186611SV
365-230314-03 0.000 0.000 0.000 +0.000SV
365-230314-04 36537 7508 298884 +47370SV

CMV (DNA) - qualitative

Method ManufacturerName of test

+

Cytomegalovirus (CMV) MC PCR
Kit

PCR / NAT (395) GENEPROOF (GP)

Unit

Sample Your speci�cation(s) Correct speci�cation(s) TV-
Type

Meets
criteria

Result (qual)

365-230314-01 positive (3) positive (3) SV +
365-230314-02 positive (3) positive (3) SV +
365-230314-03 below detection

limit/negative (1)

below detection

limit/negative (1)

SV +

365-230314-04 positive (3) positive (3) SV +

Method ManufacturerName of test

CMV PCR Kit PCR / NAT (395) GENEPROOF (GP)

Unit

Sample Your speci�cation(s) Correct speci�cation(s) TV-
Type

Meets
criteria

Result (qual)

365-230314-01 positive (3) positive (3) SV +
365-230314-02 positive (3) positive (3) SV +
365-230314-03 below detection

limit/negative (1)

below detection

limit/negative (1)

SV +

365-230314-04 positive (3) positive (3) SV +
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Listing and evaluation of the results
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CMV (DNA) - qualitative

Method ManufacturerName of test

+

CMV PCR Kit PCR / NAT (395) GENEPROOF (GP)

Unit

Sample Your speci�cation(s) Correct speci�cation(s) TV-
Type

Meets
criteria

Result (qual)

365-230314-01 positive (3) positive (3) SV +
365-230314-02 positive (3) positive (3) SV +
365-230314-03 below detection

limit/negative (1)

below detection

limit/negative (1)

SV +

365-230314-04 positive (3) positive (3) SV +
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