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Listing and evaluation of the results

29506: GeneProof a.s.
GeneProof a.s.

Survey of 31 March 2023

Adviser: Prof. Dr. rer. nat. Heinz Zeichhardt
Tel.: +49 30 8105 4300
Fax: +49 30 8105 4303
Mail: Heinz.Zeichhardt@iqvd.de

Institut für Qualitätssicherung in der
Virusdiagnostik - IQVD
Potsdamer Chaussee 80
14129 Berlin

394 Virus Genome Detection - JC Virus

JC virus (DNA) - quantitative

Method ManufacturerName of test

+

JC Virus MC PCR Kit PCR / NAT (395) GENEPROOF (GP)

Unit

IU/ml

Sample Your value Lower limit Upper limit Meets
criteria

Target valueResult (quant) TV-
Type

394-230314-01 840 422 42200 +4220SV
394-230314-02 0.000 0.000 0.000 +0.000SV
394-230314-03 44822 5573 557270 +55727SV
394-230314-04 418504 55126 5512560 +551256SV

Method ManufacturerName of test

JC Virus PCR Kit PCR / NAT (395) GENEPROOF (GP)

Unit

IU/ml

Sample Your value Lower limit Upper limit Meets
criteria

Target valueResult (quant) TV-
Type

394-230314-01 1541 422 42200 +4220SV
394-230314-02 0.000 0.000 0.000 +0.000SV
394-230314-03 70500 5573 557270 +55727SV
394-230314-04 821250 55126 5512560 +551256SV

Method ManufacturerName of test

BK/JC Virus PCR Kit PCR / NAT (395) GENEPROOF (GP)

Unit

IU/ml

Sample Your value Lower limit Upper limit Meets
criteria

Target valueResult (quant) TV-
Type

394-230314-01 1229 422 42200 +4220SV
394-230314-02 0.000 0.000 0.000 +0.000SV
394-230314-03 34375 5573 557270 +55727SV
394-230314-04 331250 55126 5512560 +551256SV

Method ManufacturerName of test

JC Virus PCR Kit PCR / NAT (395) GENEPROOF (GP)

Unit

IU/ml

Sample Your value Lower limit Upper limit Meets
criteria

Target valueResult (quant) TV-
Type

394-230314-01 915 422 42200 +4220SV
394-230314-02 0.000 0.000 0.000 +0.000SV
394-230314-03 7780 5573 557270 +55727SV
394-230314-04 281088 55126 5512560 +551256SV

Method ManufacturerName of test

BK/JC Virus PCR Kit PCR / NAT (395) GENEPROOF (GP)

Unit

IU/ml

Sample Your value Lower limit Upper limit Meets
criteria

Target valueResult (quant) TV-
Type

394-230314-01 290 422 42200 4220 (1) SV
394-230314-02 0.000 0.000 0.000 +0.000SV
394-230314-03 2475 5573 557270 55727 (1) SV
394-230314-04 85275 55126 5512560 +551256SV
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JC virus (DNA) - qualitative

Method ManufacturerName of test

+

JC Virus MC PCR Kit PCR / NAT (395) GENEPROOF (GP)

Unit

Sample Your speci�cation(s) Correct speci�cation(s) TV-
Type

Meets
criteria

Result (qual)

394-230314-01 positive (3) positive (3) SV +
394-230314-02 below detection

limit/negative (1)

below detection

limit/negative (1)

SV +

394-230314-03 positive (3) positive (3) SV +
394-230314-04 positive (3) positive (3) SV +

Method ManufacturerName of test

JC Virus PCR Kit PCR / NAT (395) GENEPROOF (GP)

Unit

Sample Your speci�cation(s) Correct speci�cation(s) TV-
Type

Meets
criteria

Result (qual)

394-230314-01 positive (3) positive (3) SV +
394-230314-02 below detection

limit/negative (1)

below detection

limit/negative (1)

SV +

394-230314-03 positive (3) positive (3) SV +
394-230314-04 positive (3) positive (3) SV +

Method ManufacturerName of test

BK/JC Virus PCR Kit PCR / NAT (395) GENEPROOF (GP)

Unit

Sample Your speci�cation(s) Correct speci�cation(s) TV-
Type

Meets
criteria

Result (qual)

394-230314-01 positive (3) positive (3) SV +
394-230314-02 below detection

limit/negative (1)

below detection

limit/negative (1)

SV +

394-230314-03 positive (3) positive (3) SV +
394-230314-04 positive (3) positive (3) SV +

Method ManufacturerName of test

JC Virus PCR Kit PCR / NAT (395) GENEPROOF (GP)

Unit

Sample Your speci�cation(s) Correct speci�cation(s) TV-
Type

Meets
criteria

Result (qual)

394-230314-01 positive (3) positive (3) SV +
394-230314-02 below detection

limit/negative (1)

below detection

limit/negative (1)

SV +

394-230314-03 positive (3) positive (3) SV +
394-230314-04 positive (3) positive (3) SV +

Method ManufacturerName of test

BK/JC Virus PCR Kit PCR / NAT (395) GENEPROOF (GP)

Unit

Sample Your speci�cation(s) Correct speci�cation(s) TV-
Type

Meets
criteria

Result (qual)

394-230314-01 positive (3) positive (3) SV +
394-230314-02 below detection

limit/negative (1)

below detection

limit/negative (1)

SV +

394-230314-03 positive (3) positive (3) SV +
394-230314-04 positive (3) positive (3) SV +

(1) This result is not considered for the certi�cate� because results of further tests / for further gene regions are evaluated as �correct� for all evaluated samples.
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